
Field Evaluation 

Aeroqual AQY (v0.5)



Background
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ÅFrom 12/22/2017 to 03/27/2018, three Aeroqual AQY (Version 0.5) multi-sensor units were 

deployed in Rubidoux and run side-by-side SCAQMD Federal Equivalent Method (FEM) 

and Federal Reference Method (FRM) instruments measuring the same pollutants

ÅAeroqual AQY (3 units tested): 
üSensors: Ozone ïGas Sensitive Semiconductor 

(GSS); NO2ïGas Sensitive Electrochemical 

(GSE) (non-FEM/non-FRM); PM2.5ïLaser Particle 

Counter (LPC) (non-FEM), (model SDS011 by 

Nova Fitness)

üEach unit measures: O3 (ppb), NO2 (ppb), PM2.5 

(ɛg/m3), T (degrees C), RH (%)

üUnit cost: ~$3,000 (includes 2-yr tech support + 

cloud data software license)

üTime resolution: 1-min

üUnits IDs: AQY 130, AQY 131 (AQY 134), AQY 132
(On 2/15/2018, entire unit AQY 131 was replaced by unit 

AQY 134 due to faulty NO2 sensor)

ÅSCAQMD Reference instruments: 
üO3 instrument (FEM); cost: ~$7,000

üTime resolution; 1-min

üNOX instrument (FRM); cost: ~$11,000

üTime resolution: 1-min

ü GRIMM (FEMPM2.5); cost: $25,000 and up

üTime resolution: 1-min

ü MetOne BAM (FEMPM2.5); cost: ~$20,000

üTime resolution: 1-hr

üMet station (T, RH, P, WS, WD); cost: ~$5,000

üTime resolution: 1-min



Ozone (O3) in AQY
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Data validation & recovery
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ÅBasic QA/QC procedures were used to validate the collected data (i.e., obvious 

outliers, negative values, and invalid data-points were eliminated from the data-set)

ÅData recovery for ozone in the four AQYs was high (i.e., 92% for AQY 130; 76% for 

AQY 131; 97% for AQY 132 and 100% for AQY 134).

Aeroqual AQY; Intra-model variability
ÅLow measurement variability was observed between the two AQY units (130, 132) for 

ozone during the entire deployment period.



Aeroqual AQY vs FEM (Ozone; 5-min mean)
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ÅAQY Ozone measurements 

show an excellent correlation 

with the corresponding FEM 

data (R2 ~ 0.96)

ÅThe AQYs seem to track well the 

diurnal ozone variations 

recorded by the FEM instrument

On 2/15/18, AQY 131 was 

replaced by AQY 134



Aeroqual AQY vs FEM (Ozone; 1-hr mean)
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ÅAQY Ozone measurements 

show an excellent correlation 

with the corresponding FEM 

data (R2 ~ 0.96)

ÅThe AQYs seem to track well 

the diurnal ozone variations 

recorded by the FEM 

instrument

On 2/15/18, AQY 131 was 

replaced by AQY 134




